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Photogrammetric analysis of additive
manufactured metallic open cell
porous structures
Samuel Evans, Eric Jones, Peter Fox and Chris Sutcliffe
The School of Engineering, The University of Liverpool, Liverpool, UK
Abstract
Purpose – This paper aims to introduce a novel method for the analysis of open cell porous components fabricated by laser-based powder bed
metal additive manufacturing (AM) for the purpose of quality control. This method uses photogrammetric analysis, the extraction of geometric
information from an image through the use of algorithms. By applying this technique to porous AM components, a rapid, low-cost inspection of
geometric properties such as material thickness and pore size is achieved. Such measurements take on greater importance, as the production of
porous additive manufactured orthopaedic devices increases in number, causing other, slower and more expensive methods of analysis to become
impractical.
Design/methodology/approach – Here the development of the photogrammetric method is discussed and compared to standard techniques
including scanning electron microscopy, micro computed tomography scanning and the recently developed focus variation (FV) imaging. The system
is also validated against test graticules and simple wire geometries of known size, prior to the more complex orthopaedic structures.
Findings – The photogrammetric method shows an ability to analyse the variability in build ﬁdelity of AM porous structures for use in inspection
purposes to compare component properties. While measured values for material thickness and pore size differed from those of other techniques, the
new photogrammetric technique demonstrated a low deviation when repeating measurements, and was able to analyse components at a much
faster rate and lower cost than the competing systems, with less requirement for speciﬁc expertise or training.
Originality/value – The advantages demonstrated by the image-based technique described indicate the system to be suitable for implementation
as a means of in-line process control for quality and inspection applications, particularly for high-volume production where existing methods would
be impractical.
Keywords Laser forming
Paper type Research paper
Nomenclature
Dmap qð Þ =DistanceMap;
E =Margin of Error (mm);
S =Mean Pore Size (mm);
T =MeanMaterial Thickness (mm);
X pð Þ = Centre Point of Circles with Radii Equal to
DistanceMap Value (pixels);
b = Structuring Element;
f =Original Image;
g = Segmented Image;
k = Threshold Value;
k* =OptimumThreshold Value;
n = Sample Size;
p = Point Inside Structure Perimeter;
q = Point On Structure Perimeter;
x,y = Image Kernal Location (pixels);
z = Conﬁdence Level (%);
XR =Distance Ridge Pixels;
s = Standard Deviation (mm);
s2B = Between-class Variance; and
t =Mean Thickness (pixels).
Introduction
Amongst other applications, open cell porous coatings are used
in orthopaedic implant design to improve ﬁxation, and have
replaced cement and bone screws as the favoured method of
attaching implants to existing bone (Friedman et al., 1993).
The use of porous structures allows for bone in-growth to
improve security, increasing the lifetime of the device (Bobyn
et al., 1999; Jeyapalina et al., 2014) . Porous structures can be
fabricated using a number of methods, such as plasma spraying
and sintering. These methods, however, do not produce
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repeatable structures with precisely controlled properties,
thereby limiting meaningful comparative analysis of the porous
material and inhibiting the quantifying of variability in the
manufacturing process for quality assurance (Ryan et al.,
2006). With porous structures requiring speciﬁc properties to
maximise functionality, understanding this variability is key to
producing consistent and reliable components.
Metallic additive manufacturing (AM) is a technology that
allows for near identical porous structures to be designed and
created indeﬁnitely, with high repeatability and control over the
properties required (including porosity, pore size and
anisotropy of the material). This comes as a consequence of
creating the structure directly from CAD and modifying the
unit cell-based structure by way of bespoke algorithms to
maximise the strength of both the component and the in-grown
bone (Mullen et al., 2010;Mullen et al., 2009).When analysing
components with repeatable structure designs, variation in
material thickness and pore size can be analysed through
comparison of measurements made to previously held data. As
all parts manufactured are identical in design and should
therefore be identical in production, any difference in
measurements will come as a direct result of uncontrolled
changes in the AM process. This capability to highlight
process-induced errors is unique to AM porous structures and
lends itself to non-destructive quality and process control
where high volumes of components are required to be
inspected. This is in contrast to traditional methods of
manufacturing porous components that do not permit such
actions without incurring excessive cost and time penalties.
Three non-destructive measurement techniques, which leave
porous structures intact post-analysis, are currently applied in
industry. These are scanning electron microscopy (SEM), focus
variation (FV) and micro computed tomography (m-CT), with
each technique presenting advantages and disadvantages that
satisfy different analysis requirements. SEM analysis produces
values for both pore size and strut diameter of the porousmaterial
through manual measurements of a calibrated image captured
using the microscope (Mullen et al., 2009; Tomlins et al., 2004).
This process takes several minutes per image, in addition to time
required for sample preparation and vacuuming of the chamber
for imaging. As a result of the manual method, the technique
exhibits signiﬁcant potential for error, and suffers from a lack of
automation. Only a small sampling area, typically several
millimetres squared at most, is used due to the high
magniﬁcation (25) when capturing images (Muth et al., 2013).
Focus variation methods operate by vertically sweeping the
focus plane of a lens (with a shallow depth of ﬁeld) to capture
slices of a component across a range of heights, at a vertical
resolution of 10 nm, and stitches them together to create three-
dimensional (3D) topographical data (Leach, 2011; Danzl
et al., 2011). The FV system is able to capture data rapidly from
the surface of a component at a resolution of 2 mm; however,
this method allows for only a small number of struts to be
measured at a time following imaging, making the complete
analysis of a structure laborious and time consuming, and
preventing analysis of pore size, limiting practical use for in-line
component inspection (Leach, 2011; Danzl et al., 2011). In
contrast with other methods, m-CT is able analyse a 3D porous
structure internally. Scanning X-rays through a part allows for a
3D model to be generated that can be used to measure pore
size, porosity, permeability, build accuracy and the surface
roughness of individual struts (Yue, 2011). m-CT exhibits a
high accuracy with a resolution up to 1 mm dependent on the
voxel size used to generate the 3D model, a product of the
volume and density of the scanned component. In metallic
porous material, scan resolution has been practically
demonstrated down to 9 mm (Yue, 2011). The process of
acquiring m-CT data, however, can take several hours and cost
hundreds of pounds per sample analysed. The method is also
computationally demanding, requiring specialised post
processing of the acquired data to quantify porous structures
(Yue, 2011). m-CT is therefore suitable for spot checks or
development of porous material but not high-volume in-line
inspection.
This paper introduces an analysis technique to address
limitations in the existing methods. Most critical drawbacks of
current systems include measurement time, complexity of
operation and cost. By overcoming these, a practical method
suitable for high-volume inspection is introduced. The
proposed system adopts an off-the-shelf DSLR camera and
open source image analysis software, FIJI (LOCI, US).
Existing analysis algorithms are applied to images of porous
components to quantify material thickness and pore size in a
rapid fashion. Unlike existing systems, the image analysis
method is capable of measuring both material thickness and
pore size properties of a porous structure algorithmically from a
single image. Automation and reﬁnement of the image
processing were also possible through the use of the Python
programming language to improve the suitability of themethod
for high-volumemanufacturing applications.With a rapid, low-
cost system, a 100 per cent inspection regime, even that
containing large numbers of components, may be performed
on porous components as part of quality control and assurance.
While not very widely used currently, similar systems have been
applied to validation of simpler AM-produced porous
structures to analyse disparity between vertical and horizontal
struts and compare values to the ideal CADmodel (Vanderesse
et al., 2016). This existing study demonstrated the capability of
image analysis methodologies to quantify geometric variation
between lattices built under different conditions and
highlighted local thickness measurements as a viable method of
determining material width. However, measurements were
limited to regular lattices and therefore were not applicable to
randomised osseointegrating surfaces.
Materials and methods
Porous test specimens were produced from Commercially
Pure Grade 1 Titanium (CpTi) powder (Sumitomo
Corporation, JP) with a mean particle diameter between 15
and 45 mm (suitable for laser-based AM production). This
material was selected for being representative of that used in
commercially available porous orthopaedic implants.
Manufacturing was performed using an MCP Realizer 250
SLM system (MCP Tooling Technologies, GB), a Laser
Based Powder Bed Fusion (LBPBF) machine using a 50 mm
layer thickness. Built samples consisted of porous material
surrounded by a solid wall, with a solid square placed in one
corner of the material (ﬁducial marker) for consistent
orientation when capturing images, as shown in Figure 1. At
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solid–porous interfaces an overlap of 200 mm was included
ensuring a bond between the two material types during
manufacturing, improving durability.
The open celled structure comprised individual,
interconnected struts created from the 30 per cent pseudo-
randomisation of octahedral shapes (Robinson, 2014;Mullen
et al., 2010; Mullen et al., 2009).The randomised porous
structure, intended to mimic the architecture of human
trabecula bone, was generated by using a random seed that
controlled the distance by which the nodes at the corners and
centre of the octahedral cells were moved (Robinson, 2014).
This allowed for identical randomisation to be applied every
time the porous material was generated. By using the same
seed on an identical starting component, duplicate porous
CAD models were produced. Using different random seeds
to generate the structure produced similar designs, but
containing alternative strut locations. A key advantage of this
repeatable manufacturing method for quality control
purposes is the possibility to compare built components with
one another to determine the ﬁdelity of the structures and to
track variation in manufactured parts for continuous process
control.
Following generation and randomisation, each strut was
converted to slices equivalent to the thickness of the powder
layer, and used to produce a point cloud. At points where strut
vectors intersected the layer being manufactured, the laser spot
was directed and a melt pool created which rapidly solidiﬁed.
Struts were formed from six pools of material, dependent on
the dimensions of the unit cell used in generating porous
material designs, fused together at the required angle and
spacing as dictated by the machine input data. Values for spot
size of the Ytterbium Fibre Laser’s Gaussian beam proﬁle used
in the manufacturing process (deﬁned as the area in which 86
per cent of the beams energy lies measured between points of 1/
e2 of the peak intensity value), power level of the beam at the
powder bed during manufacturing, and the exposure time for
each point in the porous structure were optimised to create fully
dense material following solidiﬁcation of the melt pools (Steen
et al., 2010).
Once built, specimens were removed from the build plate,
and cleaned using distilled water in a Kerry ultrasonic bath
(Guyson, GB) for 30 min. Images of the surface of the porous
specimens were captured using a Canon 70D DSLR camera
and Macro EF 100 mm lens (Canon Inc., Japan). The camera
and porous specimens were mounted on a jig, ensuring images
were captured in a repeatable fashion. Specimens were lit using
consistent ambient illumination. Figure 2 shows the
manufactured imaging jig and key dimensions used in the
study. Dimensions were selected to align test specimens with
the central axis of the lens and match the height of the camera
above the specimen to the minimum focusing distance to
maximise magniﬁcation while retaining a sharp image,
producing a pixel resolution of 8 mm.
Camera settings were selected for use in close-up image
capturing, ensuring bright, uniformly lit struts and high
contrast between struts and pores within the images, selected
following a pilot study and testing with the image binarisation
methodology described below. Speciﬁc settings were set as: an
ISO speed of 1,000 ms, a shutter speed of 6,000 ms and an
aperture value of 16 (Canon Inc., 2015).
Initial image processing
Images were captured in RAW format using the timer mode to
prevent unwanted vibration, and converted to the TIFF ﬁle
format using Digital Photo Professional (Canon Inc., Japan).
This was followed by conversion to 8-bit greyscale and
thresholding via Otsu Binarisation, displaying struts as white
and pores as black in resulting images, both carried out in
Python OpenCV (Schindelin et al., 2012; Gonzalez et al.,
2008). The thresholding methodology analyses the histogram
of an image to select a suitable grey value to divide the image
into the black background (representing pores) and the white
subject, i.e. the solid material (Schindelin et al., 2012; Gonzalez
et al., 2008). This is performed by altering the 8-bit value of the
pixel dependent on how light or dark it is. In the case of this
study,Otsu Binarisationwas applied to determine the optimum
threshold value using equation (1):
s2B k ð Þ ¼ max
0kL1
s2B kð Þ (1)
Equation (1) evaluates different values of k, the threshold
value, to reduce s2B, the between-class variance, to its
Figure 1 Porous test specimen
Figure 2 (a) Schematic of a jig and camera used in capturing images of
porous components and (b) the manufactured jig and camera
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minimum. This point indicates where the optimum threshold,
k*, of the image lies between 0 and 255 for an 8-bit greyscale
image. Once selected, the threshold value is applied to
equation (2) to determine which pixels become black (below
threshold value) and which become white (above threshold
value) (Gonzalez et al., 2008):
g x; yð Þ ¼ 1 if f x; yð Þ > k

0 if f x; yð Þ  k 

(2)
Following thresholding, opening and closing operations were
used to ﬁlter small defects from the image, also performed in
Python OpenCV (Gonzalez et al., 2008). The opening and
closing operation applies dilation (a process in which pixels are
added to the outer perimeter of white areas of a binary image)
and erosion (a process in which pixels are removed from the
perimeter) to remove small areas of noise from the image.
Applying an opening ﬁlter requires the application of erosion,
followed by an equal amount of dilation, using a structuring
element, b, to determine where pixels were added to or
removed from the surface of features, denoted by equation (3)
(Gonzalez et al., 2008):
f  b ¼ f  bð Þ  b (3)
Similarly a closing ﬁlter applies the same procedure but with
opposite operations i.e. dilation is performed ﬁrst, followed by
equal erosion as in equation (4) (Gonzalez et al., 2008):
f  b ¼ f  bð Þ b (4)
During processing, images were eroded and dilated by ﬁve
pixels for both opening and closing operations. An image
processed with the describedmethod is shown in Figure 3.
Processed images became a basis from which two geometric
features were extracted, material thickness and pore size.
Material thickness measured the width of the solid phase of the
porous structure (struts and nodes) to quantify the average
value across the material. Pore size analysed the width of visible
pores, between the struts and nodes, to determine the mean
visible pore size of the structure. Measurements were made
from the captured images with the aim of being applied to
tracking variation in themanufacturing process and to allow for
go/no go inspection and quality control.
Material thickness analysis
The ﬁrst method of analysis used local thickness
measurements to determine the mean material thickness of
the porous structure. This differed from the strut diameter
measurements made by other existing methods in that it
measured all parts of the material comprising the porous
structure, not just the connecting struts. An initial distance
map of the image was produced in which a value was
assigned to each pixel equal to the distance from that pixel to
a black pixel with grey scale value of 0 in Euclidian space
(Dougherty and Kunzelmann, 2007; Hildebrand and
Rüegsegger, 1997). Following this was the generation of a
distance ridge formed from the highest values in the distance
map. This located the centreline of solid structures formed
from white pixels. For each pixel in the distance ridge, a
circle was centred with a circumference equal to the distance
map value, corresponding to the diameter of the material at
that point along the ridge (Dougherty and Kunzelmann,
2007). The local thickness, t , is represented in equation (5)
where, q is a set of points on the perimeter of a feature, p is a
set of points within the perimeter and Dmap is the distance
map of the image (Dougherty and Kunzelmann, 2007):
t pð Þ ¼ 2 	 max
q2X pð Þ
Dmap qð Þ
 
(5)
The set eX pð Þ, shown in equation (6), represents the centre
points of all circles with radii equal to the value of the distance
map at that point, contained within the set XR, the pixels in the
distance ridge of the structure, and including point p
(Hildebrand andRüegsegger, 1997):
~X pð Þ ¼ fx 2 XRjp 2 sph x;Dmap xð Þ
 g (6)
From this analysis, an image showing the placement and
diameter of ﬁtted circles (represented by a colour range with
Figure 3 (a) A captured image of a porous sample prior to processing and (b) image following cropping, conversion to 8-bit, Otsu Binarisation and
ﬁltering
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white being the highest measured values and black the smallest)
and a histogram showing the distribution of measured
thicknesses was produced, as in Figure 4.
As can be seen from Figure 4, every part of the visible structure
is measured using the local thickness technique described. The
resulting histogram shows the distribution of the different
measurement values based on the frequency with which each
diameter circle occurs within the image. From this distribution, a
mean value for material thickness, evaluating both strut diameter
and node thickness, for each image captured of the surface of
porous specimens is calculated, quantifying the entirety of the
visible structure. As a result of this analysis, a single value for
the solid phase of the porous structure is produced, characterising
themanufacturedmaterial.
Pore size analysis
The second method of analysis used local thickness algorithms
to measure the visible pore size distribution of the porous
structure. By applying the local thickness analysis to the black
pixels representing pores instead of the white solid material, a
distribution of the pore sizes visible from the surface of the
structure was produced, as shown in Figure 5.
As with local material thickness measurements, the size of
every pore is determined through the ﬁtting of circles and the
frequency distribution of diameters used to calculate the mean
pore size for the entire structure. Both analyses were performed
in FIJI.
Existing analysis methods
To validate the image analysis method, SEM, FV and
m-CT systems were used in comparison for their ability to
measure material thickness and pore size. Destructive
methods of porous structure analysis were not considered
in this study because of their unsuitability for in-line
analysis and quality assurance applications. Pore
measurement methods applicable to feature sizes outside
the relevant range, 45 to 1,000 mm, were also neglected.
The SEM method, as with the photogrammetric method,
requires the capture of high resolution images of the top
surface of a porous structure at a magniﬁcation of 25
using a JEOL JSM-7001F ﬁeld emission FEG-SEM
(JEOL GmbH, DE). These images are analysed by
manually drawing measurement lines across the width of
the struts or pores from one edge to the other, as shown in
Figure 6, to determine strut diameter and pore size. A
total of 20 measurements of each geometry type were
made for each sample, from which two mean values were
calculated to quantify strut diameter and pore size.
The FV system, Inﬁnite Focus SL (Alicona Imaging GmbH,
AT), unlike the DSLR and SEM-based methods, is able to
capture 3D topographical data from the top surface of a porous
structure (Danzl et al., 2011). From these data, the diameter of
struts can be calculated, as shown in Figure 7. This is
performed by ﬁtting a cylinder to the strut and quantifying the
distance above or below the nominal diameter, the mean of
which was taken as the thickness of that strut. For FV
measurements, a single strut was analysed in each sample to
quantify themean diameter.
m-CT data of a cylindrical porous specimen, captured using a
lab-based facility (Phoenix X-ray Systems and Services GmbH,
DE) with a voxel size of 9.06 mm, was also used to validate
measurements for pore size distribution. Pore size was analysed
using accessible volume algorithms (Yue, 2011). These
algorithms assessed the maximum size sphere it was possible to
locate within each pore and used this to estimate the distribution
of pore sizes internal to the structure (Yue, 2011). A cross-section
of this analysis is shown in Figure 8.
Analysis of material thickness using all four methods
described was carried out on porous structures of 600 mm
unit cell to replicate the trabecula bone architecture used in
typical osseointegrating AM structures and match samples
produced in other studies (Yue, 2011).
The results obtained for material thickness and pore size
were compared with the three existing systems (SEM, FV and
m-CT) to validate how accurately the image-based method
matchedwith currentmethods used in industry.
Prior to testing of the analysis processes, the accuracy and
minimum deﬁnable feature of the system was measured
Figure 4 (a) measurement circles ﬁtted by local thickness analysis of a porous structure and (b) histogram of material thickness distribution
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using a NBS 1952, 3” x 1”, Resolution Test Target graticule
(Thorlabs Inc., USA) that used simple geometries to quantify
the capabilities of the camera, lens and processingmethods.
Following this, analysis of a wiremesh (LockerGroupLtd., GB)
of known dimensions (200 mm wire thickness, 308 mm aperture)
was also measured 20 times, removing and replacing the sample
between measurements, to validate consistency of the system.
These measurements were used to quantify the accuracy and
repeatability of the system in analysing simple 3D structures before
applying themethod to themore complex porous structures.
For material thickness and pore size analysis, 12 sets of
measurements were taken for each of the four samples to
calculate results to a margin of error of 1 mm, at a conﬁdence
level of 95 per cent. The required sample size was estimated
using equation (7) (Mann, 2010).
n ¼ z
2s2
E2
(7)
Applying this equation to the measurements made ensured that
all analysis performed by the photogrammetric system was
statistically signiﬁcant. The mean and standard deviation was
calculated for each sample, for each method of analysis
investigated, to compare to the repeatability of other
measurement systems.
Figure 5 (a) measurement circles ﬁtted by local thickness analysis of porous structure and (b) histogram of pore size distribution
Figure 6 Output from manual placement of measurements on an SEM
image to measure pore size
Figure 7 Output from focus variation imaging of a porous sample with
a strut analysed for diameter
Figure 8 Cross-section of spheres ﬁtted during accessible pore size
distribution analysis of a porous sample
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Results
Validation of the photogrammetric method required four sets
of analyses, each looking to test different system capabilities,
speciﬁcally: resolution, repeatability, material thickness
measurements and pore size measurements. Resolution
analysis tested the accuracy of measurements made by the
photogrammetric system and quantiﬁed the minimum
measurable feature possible with the system by comparing the
measured thickness of line sets on the target test graticule to
the stated values. Repeatability analysis investigated whether
the system could repeatedly determine the thickness of a wire
mesh of known dimensions and assess the system’s ability to
measure 3D surfaces, and not only printed slides. Material
thickness analysis was performed to determine the measured
value produced by the system and how these were compared to
values acquired for SEM and FV. Finally, pore size analysis was
investigated to determine how accurately results from imaging
were compared to data obtained from SEM analysis and m-CT
data analysed via accessible pore size.
System resolution analysis
Resolution and accuracy of the analysis system were tested
using a resolution test target graticule. This graticule,
composing of a number of groups of vertical and horizontal
lines with various widths and spacing, allowed for theminimum
resolvable feature size of the system and the measurement
accuracy to be quantiﬁed. Images were captured and processed
identically to the porous specimens in the study, as shown in
Figure 9.
As can be seen in Figure 9, small features within the
resolution graticule can be distorted following image
processing, as a result of the resolution limits of the imaging
system and noise, rounding measurements between the pixel
size of 8 mm, up or down. This limitation, however, only
affectedmeasurement lines below a thickness of 18 mm.
To determine the values measured for each set of lines by the
system, local thickness analysis was applied to the processed
image to create a corresponding histogram. The outcome of the
local thickness analysis along with the actual and predicted line
width histogram is shown in Figure 10.
The widthmeasurements of the line sets of the resolution test
graticule, calculated via local thickness analysis, were compared
to the quoted values, and the accuracy of measurements
determined as shown in Table I. Values measured for the
graticule were taken from the peaks observed in the histogram
of measurement values and aligned with the closest expected
line width to determine the error in measurement of the
imaging system.
Analysis of images captured of the resolution test target
showed that the system was able to detect and accurately
measure a wide range of line groups on the graticule.
Speciﬁcally, line widths between 208 and 63 mm were
measured at or close to the expected value. As the difference
between line thickness values dropped below the pixel
resolution limit of the system, it became more difﬁcult to
distinguish different thicknesses, causing measurements to be
grouped with a higher or lower value. The minimum resolvable
feature measured was 18 mm, equivalent to a resolution of 28
lines per mm, well below the minimum thickness of a strut
within a porous structure or the average powder diameter
(Thorlabs Inc., 2016). These measurements show that the
imaging and analysis method is able to detect and quantify
simple geometries of known size down to a value suitable for
measuring open cell porous orthopaedic surfaces. Analysis of
the results quantiﬁes the error in measurements at 2.9 mm
down to a line width of 18 mm, demonstrating high accuracy
across a wide range ofmeasurement values.
Wiremesh analysis
To validate the capability of the system to measure 3D porous
materials, a simple mesh of known size was analysed. Images of
the mesh were captured and processed in an identical manner
to the resolution test target and subsequent porous material, as
shown in Figure 11, to determine values for wire thickness
(Figure 12) and aperture size (areas between wire strands, as in
Figure 13).
The values of wire diameter and aperture size, as measured
by the local thickness algorithms, were compared to the
expected result to determine accuracy of the system and the
level of variation determined, as shown inTable II.
The photogrammetric system over-measured the thickness
of the mesh wire by 13 per cent of the expected value. This
over-measurement is partially a result of the limited resolution
of the system but is also caused by the geometry of the mesh.
Although the wire of the mesh is 200 mm, the areas where the
wire crosses over are wider diagonally (282 mm), which is
detected by the local thickness analysis as seen in the analysis
histogram in Figures 12 and 14.
The two peaks have mean value of 195 and 267 mm,
respectively, 5 and 16 mm from the 200 mm and 282 mm
known geometry values of the mesh. This causes over-
measurement of the mesh thickness compared to the expected
value; however, the existence of the two peaks, and the high
accuracy with which the image-based technique quantiﬁes the
diameter of the wire compared with known values,
demonstrates an ability to accurately measure simple 3D
structures. As with test graticule measurements, resolution
limits also caused small amounts of deviation from the expected
value for both material thickness and aperture size, with the
latter varying by 6 per cent of the 308 mm expected value.
While able to measure close to the expected values, the
photogrammetric system also demonstrated a very low
deviation, even after repeated measurements, of 3.9 mm and
1.8 mm for material thickness and aperture size, respectively,
indicating high repeatability of the technique even with
deliberate removal and replacement of the test specimen.
Figure 9 Processed image of a resolution test graticule following
cropping, conversion to 8-bit greyscale, thresholding and ﬁltering
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These measurements, and the subsequent analysis, therefore
indicate the system to be suitable for algorithmically measuring
metallic open cell structures at high accuracy and in a
consistentmanner from captured images.
Material thickness measurements
Having been validated for the measurement of simple
structures of known dimension, the system was investigated for
its ability to measure the thickness of material comprising the
porous structure. Initial analysis of the local thickness data
taken from measurements showed that the mean value
calculated for the material thickness was skewed by the large
amount of “0 mm” values produced by thickness
measurements of black pixels in the image, despite them having
no value. To account for this, the 0-mm peak was removed
from the data before calculating the mean of the histogram
distribution. The four porous specimens used were also
analysed using both the SEM and FV imaging methods. The
Figure 10 (a) Measurement circles ﬁtted by local thickness analysis of the resolution test graticule and (b) histogram of expected and measured line
widths, and minimum pixel resolution of the imaging apparatus
Table I Comparison between expected and measured values of resolution
test graticule, all line widths below 18 mm were not distinguished
Expected line width, TE,
mm
Measured line width, TM,
mm
Difference, DT,
mm
208 208 0
177 174 3
147 151 4
124 127 3
103 104 1
89 92 3
74 69 5
63 58 5
52 Not distinguished –
45 46 1
42 Not distinguished –
37 35 2
31 Not distinguished –
29 Not distinguished –
25 Not distinguished –
21 23 2
18 12 6
Source: Thorlabs Inc., 2016
Figure 11 Processed image of a wire mesh
Figure 12 Local thickness analysis of the mesh wire
Cell porous structures
Samuel Evans, Eric Jones, Peter Fox and Chris Sutcliffe
Rapid Prototyping Journal
Volume 24 · Number 8 · 2018 · 1380–1391
1387
D
ow
nl
oa
de
d 
by
 U
ni
ve
rs
ity
 o
f L
iv
er
po
ol
 A
t 0
3:
48
 2
7 
N
ov
em
be
r 2
01
8 
(P
T)
results for each analysis method used in determining strut
diameter are shown in Table III. A total of 12 images were
captured and analysed for each sample with the
photogrammetric system, removing and replacing the
component each time, determined by equation (7).
Table III shows the measurements taken for material
thickness for each of the three applicable methods across the
four test specimens. The majority of material thickness
measurements taken by the SEM and FV systems aligned with
the expected strut diameter of 180 to 220 mm range, whereas
those made by the photogrammetric system were measured
above this range, between 412 and 431 mm, primarily due to
the inclusion of nodes within the analysis that possessed wider
diameters, as with the more simplistic wire mesh.
Measurements made by the photogrammetric system however
showed the smallest range and a lower standard deviation than
that of SEM method. This low standard deviation
demonstrates the system is able to measure porous structures
consistently and with high repeatability. Speciﬁc measurement
values also followed similar trends for all three measurement
methods, with Samples 1 and 2 shown to have lower thickness
than Samples 3 and 4.
Pore size comparison
Of the systems used in analysing the porous material, only the
imaging, SEM and m-CT systems were capable of measuring
pore size distribution. Similar to material thickness
measurements, local thickness analysis was used tomeasure the
width of the visible pores in a 600-mm unit cell structure. The
valuesmeasured by the imaging system are shown inTable IV.
Measurements made using the image-based system
showed a mean pore size of 158 mm with a deviation of 3
mm between the four samples analysed. Measurements for
mean pore size using the SEM based line drawing method
showed the average pore size to be 450 mm with a standard
deviation of 110 mm. Analysis of a sample using m-CT
scanning determined the modal value of pore size to be 324
mm (Yue, 2011). As with material thickness, while
measurements made using the three methods disagreed, the
photogrammetric system was shown to produce a highly
repeatable analysis.
Discussion
Resolution testing showed the system was capable of accurately
measuring simple geometric shapes and distinguishing features
down to a size of 63 mm, producing results with an accuracy as
Figure 13 Local thickness analysis of mesh apertures
Table II Material thickness and aperture size measurements of a wire
mesh obtained from photogrammetric analysis
Measurement
type
Thickness, T,
mm
Standard deviation,
s , mm
Difference, DT,
mm
Material
thickness 226 3.9 26
Aperture size 290 1.8 18
Figure 14 Histogram of photogrammetric mesh wire measurements
showing expected results at 200 mm and 282 mm
Table III Material thickness measurements obtained from photogrammetric,
SEM and FV analysis of four porous samples
Measurement
method
Sample
No.
Mean material
thickness, T, mm
Standard
deviation, s , mm
Photogrammetric 1 417 9
2 412 7
3 428 5
4 431 6
SEM 1 206 12
2 178 15
3 220 25
4 219 21
Focus variation 1 184 No data
2 185 No data
3 221 No data
4 252 No data
Table IV Average pore size measurements obtained from photogrammetric
analysis of four porous samples, SEM analysis and m -CT analysis
Measurement method Mean pore size, S, mm
Standard deviation,
s , mm
Photogrammetric 158 2
SEM 450 110
m -CT 324 No data
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low as 1 mm up to a maximum of 12 mm. The system was able
to measure lines below the 63 mm value however, due to the
difference in width between line groups being less than the
resolution of the camera these lines were not always
differentiated from one another. Despite the grouping of
similar lines, the system was still able to accurately measure
values required for the analysis of porous material, down to a
size of 18 mm with a mean error of 2.9 mm, demonstrating the
system to be accurate and able to measure a small enough
feature for analysing orthopaedic porous material, limited only
by the minimum resolution of the system. The results acquired
show the precision of the hardware used in the system to be
suitable for the required application of quality control and
inspection at the scale needed for AM porous structures,
following further in-situ validation.
Measurement of the wire mesh showed the system was able
to produce measurements for both wire and aperture size.
Although some inaccuracies were observed in measuring the
wire (13 per cent over measurement for 200 mmwire thickness
and 6 per cent under measurement for 308 mm aperture size),
particularly where two strands overlapped producing a larger
observable area, the system produced very consistent
measurement values with low deviations of 3.9 mmand 1.8 mm
for wire thickness and aperture size respectively, even when
removing and replacing the test specimen before every image
capture. These measurements validated the developed system’s
ability to consistently and accurately measure simple material
geometries from images captured at the surface prior to
investigation of more complex orthopaedic structures. Analysis
of the mesh additionally showed the system to reject deliberate
variation through removing and replacing the specimen
between images while maintaining a low standard deviation of
measurements.
The photogrammetric system produced material thickness
measurements of the porous material, up to 431 mm. This
compared highly to the 220 mm and 252 mm for the SEM and
FV methods, respectively. The primary cause of these higher
measurements was the photogrammetric systems capability of
measuring the entirety of the porous structure, both struts and
nodes. While simple geometric shapes such as those in the
resolution test graticule and wire mesh were measured with
high accuracy, randomised structures were further from the
predicted range as a result of overlapping struts at different
depths and nodes at the connection of struts. Nodes are larger
in diameter than the struts, thus inﬂating the value of the mean
measured size. Because of the random nature and complexity
of the structure and range of sizes measured, removal of the
nodes would be difﬁcult, potentially time consuming and
would mean the system no longer analysed the material
completely. Despite over measurement, photogrammetric
analysis was shown to have a low deviation compared to that of
the SEM measurements due primarily to the automated,
algorithmic nature of the analysis, contrary to the manual
measurements used by the SEM process which is inherently
unrepeatable. The repeatable nature of measurements and the
correlation between samples of higher or lower material
thickness across all three measurements indicate the
photogrammetric system’s ability to successfully analyse AM
porous components. By producing measurements of the same
porous material at lower deviation than existing methods while
carrying out rapid and low complexity analysis, the image-
based system is shown to meet the requirements for in-line
inspection of large volumes of manufactured parts that was
previously impractical.
Measurements of pore size also varied between the
photogrammetric, SEM and m-CT systems. The image-
based technique measured the lowest value for pore
diameter with a mean of 158 mm. SEM measurements were
higher, at 450 mm. Finally the m-CT system determined
pore size to be 324 mm. The cause of the discrepancy
between the systems is primarily due to the measuring of
different parts of the pores. As a result of using 3D data,
m-CT analysis measures the pores most completely, using
the generated model to determine where the edges of the
internal pores lay. Conversely, SEM and photogrammetric
analysis is only capable of 2D measurements from the
surface of a sample, reducing how completely the pore size is
measured. SEM and image analysis also differed from one
another due to how the edges of pores are detected. While
SEM requires edges of pores to be located manually,
image analysis uses the black space between the struts to
determine where a pore edge lies, meaning only areas where
no visible material exists are taken to be pores, even if the
actual pore is larger. While this creates inaccuracies when
attempting to determine the pore size of a material, this type
of analysis is still beneﬁcial for quality control applications
due to the repeatable nature of the AM process and image
analysis methodology when fabricating and inspecting
porous structures. Each pore is built with the same size and
location within the structure of a component and then
measured using the same method each time, making it
possible to track variation in pore size using measurement
data previously acquired. Even with disagreement between
the three systems. Pore size measurements by the image-
based system were shown to be highly repeatable, with a
deviation of 2 mm compared with that of the existing SEM
method of 110 mm, a product of measuring both the width
and length of highly irregular shaped pores.
The high repeatability seen in material thickness and pore
size measurements suggest the photogrammetric method is well
suited for application of process and variation monitoring,
where detecting changes in the built structure with precision is
paramount to measurement accuracy as long as images are
captured consistently. The mean material thickness of the
porous structure, determined from the analysis described
previously, possesses the necessary functionality to track
uncontrollable changes to part properties, resulting from
variation in the AM build conditions. This comparative
application for measured values from the photogrammetric
system also implies that the negative attributes of analysing a
3D structure using 2D images i.e. line of sight and depth of
measurement issues can be neglected as long as images of the
porous structures are captured in a repeatable manner at the
same location for each specimen, as demonstrated in this paper.
The four analyses performed each demonstrate step-by-step
validation of the newly developed imaging system and its
suitability for quantifying AM porous components precisely
and repeatedly, for both solidmaterial and open cell pores.
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Conclusions
A low-cost, rapid method of analysing porous open cell
structures, manufactured via laser-based powder bed AM, has
been demonstrated. This method is capable of capturing
images of porous structures and quantifying properties of the
material. Quantitative analysis of the techniques used indicates
the system is able to measure simple geometric shapes in the
form of resolution test lines and simple wire meshes. High
accuracy was observedwith the system able tomeasure down to
a minimum feature size of 18 mm, although line groups closer
than the resolution of the system were grouped together due to
limits of the hardware. A wire mesh of known dimensions was
used to quantify the repeatability of the method when
measuring simple geometric shapes. Analysis showed the
system to be capable of measuring close to the expected values,
with the geometry of the mesh causing some over measurement
of wire strands and the resolution of the system showing small
under measurements of the mesh apertures. The system
showed a very low deviation across repeated measurements
indicating a very high consistency and suitability for variation
tracking and comparative go/no go inspection.
The system was also capable of analysing material
thickness and pore size of randomised porous material,
although results obtained differ when compared to those
measured by m-CT, FV and SEM methods with material
thickness measurements between the SEM, FV and
photogrammetric system almost double at the most
extreme. One cause of this is the additional measurement of
nodes alongside struts within the porous material. While the
other systems only measured strut diameters,
photogrammetric analysis also measured thicker nodes that
increased the value for mean material thickness.
Disagreement was also seen in measurements made of pore
size. The primary cause of this discrepancy was due to the
different ways in which each system selected the edges of
pores when taking measurements. Despite this disparity, the
repeatable nature of the AM process and the image based
analysis was demonstrated with both material thickness and
pore size showing lower standard deviations across many
measurements compared to existing methods. This
validated the photogrammetric systems suitability for
analysing porous components, indicating the occurrence of
variation during the manufacture of porous structures.
Further validation of this system in an industrial context
would determine the suitability for applications in process
quality control and assurance.
Qualitatively the system exhibits some advantages over
other methods studied. Aside from the low cost and reduced
analysis time, the system is also capable of measuring larger
areas of a sample than SEM, FV or m-CT. This allows for a
more accurate calculation of mean material thickness and
pore size without the need for repeated sampling. The
algorithmic based analysis has high automation, reducing
potential for error caused by manual operation. Unlike other
systems the image based analysis requires less specialised
knowledge to operate as only experience in commercial
camera operation and of the accompanying software is
required. The beneﬁts of this method lends the system to
quality control applications requiring inspection of a high
volume of components and to the tracking of process
variability caused by changes in parameters and
environmental conditions within AM manufacturing. The
high speed, repeatability and consistency of the
photogrammetric system show it to be better suited for
tracking of variation in manufacturing processes, which
cause changes in the material thickness of the entire imaged
porous structure, than for absolute measurements of
individual pores and struts due to the complete
measurement of a large sample area of the irregular 3D
structure unlike other methods that primarily target speciﬁc
struts or pores.
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